This study evaluates the performance of the Siemens Biograph Vision digital PET/CT system (Siemens Healthineers, Knoxville, USA) according to the NEMA NU 2-2012 standard (published by the National Electrical Manufacturers Association (NEMA)) to allow for a reliable, reproducible, and inter-system comparable performance measurement.
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INTRODUCTION
Positron emission tomography (PET) plays a key role in diagnosis and evaluation of medical conditions.
Since 1998, when the first hybrid PET/CT system became operational (1) , advances in PET technology have been significant. The implementation of fast lutetium oxyorthosilicate (LSO) crystals (2) allowed for shorter coincidence timing windows, enabled Time-of-Flight (TOF) (3) (4) (5) , and the use of an extended axial field of view (FOV) increased volume sensitivity (6) .
Performance evaluation using the NEMA NU 2-2012 (published by the National Electrical Manufacturers Association (NEMA)) allows for reproducible and accepted measurement standards for evaluating the physical performance of PET systems (7) .
The digital Biograph Vision PET/CT (Siemens Healthineers, Knoxville, USA) (hereinafter referred to as Vision) introduces silicon photomultiplier (SiPM)-based detectors with 3.2 mm LSO crystals and full coverage between the crystal and the SiPMs. The Vision is the third commercial digital system besides the Philips Vereos (Philips Healthcare) (8, 9) and the GE Discovery MI (GE Healthcare) systems (10) .
The purpose of this study was to evaluate the performance of the Vision conform both NEMA NU 2-2012 (7) and NEMA NU 2-2018 standards (11). Results will be compared with analog Biograph mCT Flow (hereinafter referred to as mCT Flow) data (12) . Spatial resolution, sensitivity, scatter fraction, noise equivalent count-rate (NECR), image quality, and accuracy of attenuation and scatter corrections were determined conform NEMA NU-2 2012 protocol. Evaluation of TOF resolution and coregistration accuracy were performed conform NEMA NU-2 2018 standard. Feasibility to comply with the European Association of Nuclear Medicine Research Ltd (EARL) criteria was explored and some first illustrative patient images were obtained.
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Spatial Resolution. NEMA NU 2-2012 specifies using a 18 F-FDG point-source <1x1x1 mm. However for measuring the spatial resolution on the Vision with smaller crystal sizes, a smaller point source could improve test results (14) . NEMA NU 2-2018 therefore recommends to purchase a 22 Na point-source (11).
Thus, a 74 kBq, 0.25-mm-diameter spherical 22 Na point-source (Eckert & Ziegler Isotope Products, Berlin, Germany) was used.
To comply with the NEMA NU 2-2012 standard, measurements were also performed using a 
Scatter Fraction, Count Losses, and Randoms Measurement
The phantom used for these measurements was a 70-cm-long polyethylene cylinder (20 cm diameter), with a line source inserted axially into the cylinder 4.5 cm radially from the center. At data acquisition start, the line source was filled with 1.2 GBq
18
F-FDG to achieve count-rates beyond the expected peak of the NECR. Data were acquired for over 12 h resulting in 35 frames, each with 240 s acquisition time and an inter-frame delay of 960 s. To account for randoms, online random subtraction was applied using the delayed coincidence time window technique (15) . Subsequently, scatter fraction and NECR were determined (7) .
by University of Groningen on January 16, 2019. For personal use only. jnm.snmjournals.org Downloaded from Sensitivity Sensitivity was measured using a 70-cm-long polyethylene tube (inner diameter 1 mm; outer diameter 3 mm) filled with 5.07 MBq 18 F-FDG (at acquisition start) and placed inside five concentric aluminum sleeves of equal lengths with known diameters (7) . Five datasets were acquired associated with each of the five sleeves (starting with all five aluminum sleeves and finishing with a single sleeve) for 300 s each. The measurements were conducted at the center of the transaxial FOV and repeated at 10 cm radial offset. Random subtraction was applied using the delayed coincidence time window measurement.
Next, the system sensitivity was computed (7).
Accuracy of Count Losses and Random Corrections
This evaluation uses data acquired from the scatter fraction and count-rate measurements. Data were corrected for dead time, randoms, scatter, and attenuation (7) . The parameters of the low dose CT scan used for attenuation correction were: an X-ray tube current of 80 mAs, a tube voltage of 120 keV, and a spiral pitch factor of 0.8. Scatter correction was done using the extended single scatter simulation algorithm (16) where the scattered annihilation radiation is discriminated according to its differential TOF.
Subsequently, the corrected data were reconstructed using the standard provided whole body reconstruction algorithm, i.e., an ordinary Poisson ordered-subset expectation maximization (OP-OSEM) 3D-iterative algorithm (17) with 8 iterations and 5 subsets, and no filtering. An image matrix size of 220x220 was used. By extrapolating the true rate for low activity concentrations (where count losses and randoms can be neglected) count-rate accuracy was estimated. (11) . Per location, first a low dose CT scan was performed followed by a 3 min PET scan.
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The total of six measurements were performed to determine the centroid within the PET and CT datasets and, subsequently, to calculate the length of the 3D vector between the CT centroid and PET centroid (i.e., the coregistration error) (11).
Timing resolution The TOF resolution is calculated using the acquired scatter data used for NECR performance, according to a new method proposed in (18) and in (11). The timing resolution was calculated as the FWHM of the time distribution of events, after correction for scatter, randoms, and the position of the line source.
EARL performance EARL performance measurements on the Vision were performed to evaluate its ability to meet current EARL guidelines and foreseen 2019 EARL guidelines (19) (20) (21) (22) .
Measurements were conducted according to EARL standard operating procedures (23) . The images were reconstructed using an OP-OSEM 3D iterative algorithm with 4 iterations, 5 subsets, applying TOF, into an image matrix size of 220x220 resulting in a voxel size of 3.3x3.3x1.6 mm. This reconstruction was repeated with 8 iterations, a 5 mm FWHM Gaussian filter and an image matrix size of 220x220.
Additional reconstructions applied resolution modelling, with and without a 7 mm FWHM Gaussian filter both with a matrix size of 220x220 and 440x440. Reconstructions were performed with attenuation, scatter, normalization, decay, and dead time corrections. Moreover, all (non-smoothed) reconstructed images were filtered using Gaussian kernels with a FWHM ranging from 1 to 10 mm in 1 mm steps to derive the optimal combination of reconstruction methods, settings and filtering to achieve EARL compliant performance. The latter procedure will allow the definition of EARL compliant reconstruction protocols for the Vision.
To provide the reader with an insight in possible activity and/or scan time reduction that may be applied in clinical settings, EARL decay measurements were performed according to the "EARL procedure injection a whole-body PET/CT study was first performed on a mCT system using 3 min PET-acquisitions per bed position. Data were reconstructed using 3D TOF OP-OSEM with 3 iterations, 21 subsets, and resolution modelling. A Gaussian filter of 5 mm was applied to the reconstructed images, and the resulting image size was 400x400 with a voxel size of 2x2x2 mm.
Subsequently, measurements were repeated on the Vision using 3 minutes PET-acquisitions per bed position. The vendor recommended reconstruction protocol was applied, i.e. TOF OP-OSEM with 4 iterations, 5 subsets, with resolution modelling, without filtering, an image matrix size of 220x220 and a voxel size of 3.3x3.3x1.6 mm.
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The patient study was approved by the medical ethics review board of the University Medical Center Groningen and both patients provided written informed consent.
RESULTS
NEMA Measurements
Spatial Resolution, Sensitivity, Coregistration Accuracy, and Timing Resolution The spatial resolutions are summarized in Table 1 The sensitivity values for both the 0-and 10-cm off-center, the maximum coregistration error, and the calculated timing resolution are also given in Table 1 . These results show an average sensitivity increase of 70.3% for the Vision compared to the mCT Flow. The observed TOF of 210 ps worsens only 5 ps from low count-rate up to peak NECR (Table 1 and Fig. 2 ).In addition, the axial sensitivity profiles for both the 0-and 10-cm off-center positions are shown in Fig. 1 .
Scatter Fraction, Count Losses, and Randoms Measurement Peak NECR, and scatter fractions at peak NECR and at low activity levels are given in Table 1 . Fig. 2 shows plots of the trues, randoms, prompts, and scatter event rates next to the scatter fraction curve as a function of activity. In addition the NECR as a function of activity concentration is shown.
The trues rate was 1306 kcps at 54 kBq/ml and the accuracy mean bias was 2.9%. Fig. 3 shows a plot of the maximum-and minimum relative count-rate error for the different activity concentrations. Table 2 
Image Quality, Accuracy Of Attenuation, and Scatter Corrections
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DISCUSSION
We evaluated the NEMA performance of the digital Siemens Vision PET/CT system. This system is the 3 rd commercially available digital PET/CT besides the Philips Vereos (Philips Healthcare) (8) and the GE Discovery MI (GE Healthcare) systems (10) .
NEMA Measurements
Spatial Resolution The spatial resolution (FWHM) of the Vision (with Na source to measure the spatial resolution. Hence, we also used the 22 Na point-source in our experiments.
Sensitivity and Timing Resolution
The improved TOF resolution of 210 ps can be translated to more effective noise reduction or better contrast enhancement in comparison to the mCT (27).
The higher sensitivity of the Vision may allow for reduction in dose and/or scan time in future clinical application (please refer to supplemental Tables 1-3 for first insights regarding dose and/or scan time reduction).
Scatter Fraction, Count Losses, and Randoms Measurement
The peak NECR increased 65% when measured on the Vision compared to the mCT Flow. Because of the extended axial FOV of the new system with a greater acceptance angle, a small increase in scatter fraction can be expected. The true counts captured on the Vision have increased with respect to its predecessor (~770 kcps at 20 kBq/ml for the Vision and 440 at 20 kBq/ml for the mCT Flow). The increase in true count-rate is assumed to result from a lower dead time and a higher sensitivity on the Vision compared to the mCT, therefore the Vision relatively outperforms its predecessor on this aspect.
Image Quality and Quantification A higher percentage contrast for the 10 mm sphere was seen. This higher contrast recovery for the smallest sphere is likely caused by the Gibbs artefact from the use of PSF reconstructions.
Additional Measurements
EARL It was observed that by using standard available reconstruction settings it is possible to set up a reconstruction protocol, both with and without resolution modelling, that complies with both current as well as foreseen future EARL specifications. It may be noticed that the default whole body reconstruction protocol may result in voxel sizes <3 mm in any direction (especially slice thickness) which is noncompliant to current EARL criteria (19, 20) . For the foreseen new EARL performance criteria, this restriction is no longer applicable and also use of PSF reconstruction will be permitted (21, 22) .
Patient Study
To give a visual impression of image quality, two initial PET studies were performed. The images shown should not be considered as a scientifically valid comparison of clinical system performance and are only shown to provide the reader with a first glance on the image quality obtained with the Vision.
CONCLUSION
The Vision shows a transverse (resp. axial) spatial resolution of 3.7 mm (resp. 3. shown by the mCT FLow. Moreover, compared with the mCT FLow, an increase in sensitivity of 70.3%
was measured, a 65% higher peak NECR, and a higher contrast recovery. Finally, the timing resolution improved from 540 ps on the mCT Flow to 210 ps on the Vision.
In conclusion, the Vision outperforms the analog mCT Flow in every NEMA performance test that was evaluated. Table 2 -Percentages contrast, background variability, and average lung residual for the 8:1 sphere-tobackground ratio measurements on the Vision directly compared to published results from the mCT Flow system. Please note that the mCT Flow measurements include the effect of a low resolution matrix and a post-reconstruction 3 mm Gaussian filter (12) .
Contrast [%] Background variability [%]
Sphere Table 3 -Percentages contrast, background variability, and average lung residual for the 4:1 sphere-tobackground ratio measurements on the Vision system, directly compared to published results from the mCT Flow system. Please note that the mCT Flow measurements include the effect of a low resolution matrix and a post-reconstruction 3 mm Gaussian filter with (12) . Table 2 -Following the standard operating procedure "EARL procedure for assessing PET/CT system specific patient FDG activity preparations for quantitative FDG PET/CT studies" (23) Table 3 -Following the standard operating procedure "EARL procedure for assessing PET/CT system specific patient FDG activity preparations for quantitative FDG PET/CT studies" (23) Supplemental Figure 3 -Brain images acquired on the Biograph Vision (upper row) and images acquired on the Biograph mCT (lower row). Data acquired on the Vision were reconstructed using TOF OP-OSEM with 8 iterations and 5 subsets, with resolution modelling into a 440x440 matrix with a size of 1.6x1.6x1.6 mm. Data from the mCT were reconstructing using TOF OP-OSEM with 6 iterations, 21 subsets, and resolution modelling. The resulting image size was 400x400 with a voxel size of 2x2x2 mm. For both reconstruction protocols, no filter was used. The black arrows indicate the striatum and thalamus. In the images acquired on the Vision a more clear demarcation of the striatum and thalamus can be observed.
by University of Groningen on January 16, 2019. For personal use only. jnm.snmjournals.org Downloaded from Supplemental Figure 4 -Illustrative coronal images acquired on the Biograph Vision (upper row) and acquired on the Biograph mCT (lower row) of a 56-year old female patient with metastasized Non-Small Cell Lung Carcinoma. On visual inspection, the difference in tissue structures is more clearly defined in images obtained from the new digital Biograph Vision. It should be noted that a 2 mm Gaussian filter was applied on the images acquired on the Biograph mCT in contrast to the images acquired on the Biograph Vision. Also, an approximate 20-30 longer uptake time applies to the scans performed on the Biograph Vision in comparison to the scans performed on the Biograph mCT system. These differences in reconstruction and 18 F-FDG uptake time may result in relatively small differences in image quality.
